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Change #1  
Under Warning, remove “To avoid possible 
electric shock and personal injury” replace 
with:  

• To prevent possible electrical shock, fire, or 
personal injury:  

And add: 

• Use the Product only as specified, or the 
protection supplied by the Product can 
be compromised. 

• Hold the Product behind the tactile barrier. 

Replace the last row of the Symbols table  
with:  

 
Inspected and licensed by TÜV Product 
Services. 

Under the Symbols table add: 

Altitude……………2000 m 
Humidity…………. Not rated 
Electrical supply…1.5 Vdc (1 x LR3 'AAA' Battery) 
Temperature……...0 °C to 50 °C 
Measurement Category..IV (max. 600 V), Pollution 
Degree 2 

Change #2, 35 

Remove the following from the Symbols 
table: 

 Conforms to European Union directives 

 Conforms to relevant Australian 
standards 

 


